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§35.204 Permissible
concentration.

molybdenum-99

(a) A licensee may not administer to
humans a radiopharmaceutical con-
taining more than 0.15 microcurie of
molybdenum-99 per millicurie of tech-
netium-99m.

(b) A licensee that uses molybdenum-
99/technetium-99m generators for pre-
paring a technetium-99m radiopharma-
ceutical shall measure the molyb-
denum-99 concentration in each eluate
or extract.

(c) A licensee that must measure mo-
lybdenum concentration shall retain a
record of each measurement for three
years. The record must include, for
each elution or extraction of tech-
netium-99m, the measured activity of
the technetium expressed in
millicuries, the measured activity of
the molybdenum expressed in micro-
curies, the ratio of the measures ex-
pressed as microcuries of molybdenum
per millicurie of technetium, the time
and date of the measurement, and the
initials of the individual who made the
measurement.

[61 FR 36951, Oct. 16, 1986, as amended at 53
FR 19247, May 27, 1988]

§35.205 Control of aerosols and gases.

(a) A licensee that administers radio-
active aerosols or gases shall do so in a
room with a system that will keep air-
borne concentrations low enough so as
not to exceed the limits prescribed by
§§20.1201 and 20.1301 of this chapter.
The system must either be directly
vented to the atmosphere through an
air exhaust or provide for collection
and decay or disposal of the aerosol or
gas in a shielded container.

(b) A licensee shall administer radio-
active gases only in rooms that are at
negative pressure compared to sur-
rounding rooms.

(c) Before receiving, using, or storing
a radioactive gas, the licensee shall
calculate the amount of time needed
after a spill to reduce the concentra-
tion in the room low enough so as not
to exceed the limits prescribed by
§20.1201 of this chapter. The calcula-
tion must be based on the highest ac-
tivity of gas handled in a single con-
tainer, the air volume of the room, and

§35.300

the measured available air exhaust
rate.

(d) A licensee shall make a record of
the calculations required in paragraph
(c) of this section that includes the as-
sumptions, measurements, and calcula-
tions made and shall retain the record
for the duration of use of the area. A li-
censee shall also post the calculated
time and safety measures to be insti-
tuted in case of a spill at the area of
use.

(e) A licensee shall check the oper-
ation of reusable collection systems
each month, and measure the ventila-
tion rates available in areas of radio-
active gas use each six months.

[61 FR 36951, Oct. 16, 1986, as amended at 53
FR 27667, July 22, 1988; 59 FR 41643, Aug. 15,
1994]

§35.220 Possession of survey instru-
ments.

A licensee authorized to use byprod-
uct material for imaging and localiza-
tion studies shall have in its possession
a portable radiation detection survey
instrument capable of detecting dose
rates over the range of 0.1 millirem per
hour to 100 millirem per hour, and a
portable radiation measurement survey
instrument capable of measuring dose
rates over the range 1 millirem per
hour to 1000 millirem per hour.

Subpart F—Radiopharmaceuticals
for Therapy

§35.300 Use of unsealed byproduct ma-
terial for therapeutic administra-
tion.

A licensee may use for therapeutic
administration any unsealed byproduct
material prepared for medical use that
is either:

(a) Obtained from a manufacturer or
preparer licensed pursuant to 10 CFR
32.72 or equivalent Agreement State re-
quirements; or

(b) Prepared by an authorized nuclear
pharmacist, a physician who is an au-
thorized user and who meets the re-
quirements specified in §35.920, or an
individual under the supervision of ei-
ther as specified in §35.25.

[59 FR 61784, Dec. 2, 1994]
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